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accreditation maintenance check sam-
ple is used to determine a CUSUM 
value, designated as CUSUM–D. 

(i) A result will have a large devi-
ation measure equal to zero when the 
absolute value of the result’s standard-
ized difference, (d), is less than 2.5, and 
otherwise a measure equal to 1¥(2.5/d). 

(ii) The large deviation value is com-
puted and evaluated as follows: 

(A) Determine the CUSUM–D incre-
ment for the sample. The CUSUM in-
crement is set equal to the value of the 
large deviation measure minus 0.025. 

(B) Compute the new CUSUM–D 
value. The new CUSUM–D value is ob-
tained by adding, algebraically, the 
CUSUM–D increment to the last pre-
viously computed CUSUM–D value. If 
this computation yields a value less 
than 0, the new CUSUM–D value is set 
equal to 0. 

(C) Evaluate the new CUSUM–D 
value. The new CUSUM–D value must 
not exceed 1.0. 

(6) For chemical residues: 

(i) Each QC recovery must lie within 
ranges established by FSIS. 

Supporting documentation must be 
made available to FSIS upon request. 

(ii) Not more than one residue 
misidentification may be made in any 
two consecutive check samples. 

(iii) Not more than two residue 
misidentifications may be made in any 
eight consecutive check samples. 

(i) Fees. An accredited laboratory 
must pay the required accreditation fee 
when it is due. 

(j) Probation. An accredited labora-
tory must meet the following require-
ments if placed on probation pursuant 
to § 439.51 of this part: 

(1) Send all official samples that have 
not been analyzed as of the date of 
written notification of probation to a 
specified FSIS laboratory by certified 
mail or private carrier or, as an alter-
native and as directed by FSIS, to a 
laboratory accredited by FSIS for the 
designated analyte(s). Mailing expenses 
will be paid by FSIS. 

(2) Analyze a set of check samples 
similar to those used for initial accred-
itation, and submit the analytical re-
sults to FSIS within three weeks of re-
ceipt of the samples. 

(3) Satisfy criteria for accreditation 
check samples specified in § 439.10 of 
this part. 

§ 439.50 Refusal of accreditation. 

Upon a determination by the Admin-
istrator, a laboratory will be refused 
accreditation for the following reasons: 

(a) A laboratory will be refused ac-
creditation for failure to meet the re-
quirements of § 439.5 or § 439.10 of this 
part. 

(b) A laboratory will be refused sub-
sequent accreditation for failure to re-
turn to an FSIS laboratory, by cer-
tified mail or private carrier, or, as an 
alternative and as directed by FSIS, to 
a laboratory accredited by FSIS for the 
designated analytes, all official sam-
ples that have not been analyzed as of 
the notification of a loss of accredita-
tion. 

(c) A laboratory will be refused ac-
creditation if the laboratory or any in-
dividual or entity responsibly con-
nected with the laboratory has been 
convicted of, or is under indictment 
for, or has charges on an information 
brought against them in a Federal or 
State court concerning any of the fol-
lowing violations of law: 

(1) Any felony. 

(2) Any misdemeanor based upon ac-
quiring, handling, or distributing of 
unwholesome, misbranded, or decep-
tively packaged food or upon fraud in 
connection with transactions in food. 

(3) Any misdemeanor based upon a 
false statement to any governmental 
agency. 

(4) Any misdemeanor based upon the 
offering, giving or receiving of a bribe 
or unlawful gratuity. 

§ 439.51 Probation of accreditation. 

Upon a determination by the Admin-
istrator, a laboratory will be placed on 
probation for the following reasons: 

(a) If the laboratory fails to complete 
more than one interlaboratory accredi-
tation maintenance check sample anal-
ysis as required by § 439.20(d) of this 
part within 12 consecutive months, un-
less written permission is granted by 
the Administrator. 

(b) If the laboratory fails to meet any 
of the criteria set forth in §§ 439.20(d) 
and 439.20(h) of this part. 
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